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Airborne Infrared Polarimeter

.

D. L. Coffeen, J. Himeen-Anttila, R. H. Toubhans

(submitted 11 September 1972)

ABSTRACT

The AEROPOL infrared polarimeter was built for measurements between 1.1
and 3.5 p, with a 125 fieid of view, using a wire-grid bolarization analyzer.
A PbS detector is cooled by condensed.Freon—13. The instrument operates
under minicomputer controi, giving a polarization least-squares solution each
2.5 seconds. AEROPOL was flown on the NASA CV-990 aircraft, in a remote-

sensing study of terrestrial cloud particle sizes and shapes.

INTRODUCTION

Passive remote senéing of incoherent electromagnetic radiation can at
the very best monitor four different parameters.as a function of wavelength,
time, and scattering geometry and location. The four parameters can be ex-
pressed as (1) absolute intensity,‘(Z) percentage linear polarization,

(3) position angle of polarization and (h)vpercentage circular polarization,

. Most remote sensing of the earth has dealt with intensity alone. But all’

four paramesters have potential significance. The parceatage linear polariza-
tion can be particularly helpful in deducing the size, shape, and refractive
index of suspended particles, especially when measured as a function of wave-
d phase 1 i le 1,2
length and phase angle (sun-particle-observer angle) .

Qur scientific goal is the determination of particle phase and particle

size in terrestrial cloud tops as viewed from above (from a satellite or

authors are with the Lunar and Planstary Laboratory of the University of

zona, Tucson, 85721,



aircraft), of meteorological interest as well as for a test of polarization
inversion techniques. The initial concept aroge Qith Drs. Rasool and Hansen

of the Goddard Institute for Space Studies. A prototype polarimeter (measuring
percentége linéar polarization and position angle of polarization) was designed
and built at fhe Lunar and Planetary Laboratory, and flown on a series of
flighﬁs_of the NASA Convair 990‘in January 1972. The data analysis and inter-
pretatioﬁ will -be reported elsewhere3. This paper descfibesvthe instrument
design, on-line processing techniques,‘calibrations, and general fligﬁt per-

formance.

INSTRUMENT DESIGN

The following design goals were set for the AEROPOL instrument (a polari-

meter measuring aerosols from an aeroplane):

-- operation in the infrared between 1 aund 4 p (necessitated by contamina-
tion from molecular scattering at short'ﬁavelengths and thermal emission
at long wavelengths, and by desire that wavelength be comparable to cloud
particle sizes, and that measurements be made in wavelength regions of

differing amounts of particle absorption).

-- pointable (in order to vary the scattering geometry, to generate a curve

of polarization versus$ phase angle while tracking a given region).

-~ field-of-view less than 2° (to avoid excessive angular smoothing of rainbow

peaks, glories, etc.)

. . 1. 3 .
-- polarizaticn accuracy iZ % for clouds of intermediate albedo.



-- on-line polarization analysis and operational control.
-~ photographic record of target.

Figure 1 shows the completed system.

OPTICAL

Figuré 2 is an assembly drawing of the polarimeter, including the optical
elements. Light from below passes through a 3 mm thick protective window of.
GE125 fused siliéa and then ;hrough a rotating Perkin-Elmef wire grid polarizer4
(2880 gold wires/mm deposited on AgBr) forming the entrance pupil of 21.5 mm.
The wire grid substrate is significantly wedgé—shaped as suppliéd by the
factory (~16 arcminutes in this case); a compenéating wedge of 1.0 mm thick
Schott.IRG9 glass was mounted with this analyzer to minimize displacement of
the field-of-view. Maximum image displacement in the focal plane is 0.13 mm,

The objective lens rotates with the wire-grid analyzer; it was cut from.
crystalline'Mng by Continental Optical Co., with the fast axis perpeﬁdicular
to the optic axis and mounted at 45° to the analyzer principal axis. Thus it

serves as a "pseudo-depolarizer”

for.the highly—pélarized light incident

from the analyzer, with a retardation which véries with wavelength and_with
path length through the leas. The ceatral lens thickness‘(ZS.é mm) is near
the minimum value to give sufficient depolarization for the several filter
passbands, The success is shown by the low values (£1%) of instrumental
polarization found for incident unpolarized radiation. A diéadvantage'of this

analyzer/depolarizing objective lens combination is that the lens has differeat
y { b IS J

back focal distances for the ordinary and extraordinary rays. This difference



(4.9 mm in the present case) was acceptable here becauée of the relatively
large and uniformly illuminated field of view. The objective lens is biconvex,
~£/6.8, éhaped for minimgm spherical aberration. |

The converging beam then falls on a two-bladed reflective chopper (a
single piece of gold-coated plate glasé). During the dark phase the light.
beam falls on a 3M 101—C10.Black Velvet paint surface, while the detector sees
itself (the coldest point in the instrument) in a concave spherical gold-
coated mirror. |

The reflected beam passes through one of five different interference
filters, described in Table I. Figure 3 shows the normalized passbands as
weighted by the incidént spectrum, the instrument transﬁittance, and the de-
tector response. The cbrresponding effective wavelengths (in this case thé
""isopolaral" wa&elengths xip) are given in Table I. The_physical thigknesses

of the several filters are tailored to approximately achromatize the focal

distance.
Table I. Fiiter Characteristics
A eak T eak Xi o Amplifier‘
.52;___ _ _peaxg . _ Cain
o . . .
1.27 w 0.77 1.235 1
1.64 , .. 0.71 ' 1.595 B o 1
2.28 : 0.72 2.222 1.7
3.18 o 0.67 - 3.084 ' - 14

3.43 0.75 3.379 _ 21

Short-pass filter; the silicon Fabry lens forms the short-wavelength
side of the passband.
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Next in sequence 1s the 4;0 jatal foCal-plane_apertﬁre, restrictiné the
field-of-view to 175, followed by the evacuated dewar, incorporating a sapphire
window, a plano—convéx silicon Fabryllens,‘and the PbS detector. The.lens
images the entrance pupil onto the 0.5 mm x 0.5 mm detector sﬁrface; the leuns
is éntireflection'coated boﬁh sides, and is.separated from the detector.by
1.85 mm. The Fabry image quality and the instrumental polarization effects
are discussed in the Calibration Section. Santa Parbara Research Center sup -

plied the detector-dewar combination, and mounted the lens to specification.

The detector alone has a peak D-star at 2.8 u of 4.2'x 10! cm HQ% watt'l,
when operated at 193°K with a 90 Hz choéping frequency, viewing aA295°K back-
ground over 2 7 steradians.

For visual tracking a second port is located adjacént.to ;he infrared
window. Light passes through a pressure window, then a 90°‘ref1edtion, throﬁgh
ablzl riflescopevwith reticle, and to a Nizo S$-56 super-8 mm single lens reflex
movie camera, The.resultant field-of-view is 10°,. One Kodéchrome IT film

frame is recorded at each rotation of the analyzer for which polarization data

is taken.

MECHANICAL
Figure 4 is a view of the AEROPOL instrument interior.‘.The basic instru-
ment is a cifcular cylinder mounted in a 14° ﬁsidé—looking” window of the
NASA CvV-990, with an IR window pointing downwardé. The entire cylinder can
be manually rotated about ifs axis of symmetry, which is horizontal, to provide
views forward ané aft over the range *70% from the nadir. This rotatioa per-

mits selection of the scattering angle, for a given flight path; alternatively

it permits a limited tracking ability for isolated clouds on the flight path.



The rotation employs an outer ball bearing, and uses a double O-ring seal of
silicone rubber. The pressure différential between interior and exterior is
typically 500 mb, the air temperature differential 75°C.

Two motors are employed. A hysterisis-synchroﬁous motor drivgs the chopper_
blade at 83 chops per second, and, through a linkage of gears, the analyzer/ |
depolafizer/lens unit at 0.48 seconds per revolu;ion; Staipless steel gears
are lubriéated with a mixture of machine oil and low-temperature‘grease. A
stepper motor drivés the filter wheel rotation at 9 ms per stéb until the de-
sired‘filter position is achieved (16 steps betﬁeen filters). The cﬁopper
mirror was readily positioned aﬁd chéckéd dynamically by using a stroboscope.
triggering on the computer sémple pulsés.

The detector with cold shield and Fabry.lens-is'mounted in a small glass
dewar which 1is potted in a metal can with RTV compounds., A minia:ure.cylindri-.
cal Joule-Thompson ﬁpen—loop cryostat 1s press fitted into the dewar inner-
finger, with its oﬁtlet tube immediately behind . the detector platform.: A
conductive coating on this inner finger serves to_électrically ground the
liquid coolant‘spray to the metal.cryostat tubing. Freon-13 gas at 225 péi
is supplied to theAcryostat, with a conse§uent flow rate of approximately 1
liter per minute. A 25-minute initial cool-down is done at 250 psi.- The
Freon-13 is dried by filtering #hrough a 4.4" length of granﬁlar moleculaf
seive. An in-line flowmeter is especailly useful as an indicator of leaks

in the system.



ELECTRONIC

The electronic system is relatively complicated by the need for on-line
feductions. These were necessitated by the exploratory nature of the experi-
ment combined with a flight program limited in duration and the goal of getting
the most knowledge from the initial flights. In addition, the iunstrument had
tb be made to a great extent automatic to free the observer for manual track-
ing of the cloud targets; To achieve these goals, and to allow for fast changes
if needed during the flights, the system was built around a Déta General Corpora-
tion Nova 1200 minicomputer as instrument controller and data processor.

Figure 5 shéws a block diagramvof the electfonics system. vThe.detector‘
bias is adjustable betwean 0O and 50 V to set the sensitivit& of the'detéctor.
This voltage is applied across tﬁe PbS photoconductive detector wired in
series with a 0.6 Megohm load resistor, through an RC-network to protect detec-
tor from voltage transients. :The AC signal from the detector, which is propox-
tional to the incident intensity, is preamplifiedrby an Infrared Industries
Model 650A low noisé amplifier and then amplified by a programable gain ampli-
fier, the gains of which gre'set to give approximatgly equal signals with each
of the optical filteré, for a typical cloud. These gains, which are selected
by reed switches at the'filtér wheel, aré'shown in Table I.

The 12-bit analog to_digiéal convertér has four ?rogram selectéble inputs.
One is used to sample.the detector signal synchronously wi;h the light chopper
rotation, to get a reading during each 1igh£ and dark‘position‘(i.e., one
reading each 6 msec.). The other three inputs are used to read the filter
wheel position aﬁd the instrument pointing angle fro@ the outputs of two pre-
~cision potenticmeters, and the temperéture inside the instrument f£0m a |
resistor-thermistor voltage divider,

The pesition of the rotating polarization analyzer is sensed by a magnetic
I gp ¥ 8



pick-up, which gives a syunchronization pulse once every revolution of the
analyzer.
\ iming is deriv rom the computer <z ¢ al contr : scil-
AlYl ti g is de ed from the pater's 1lkilz cyrystal trolled oscil

lator. From this

, aad the synchronization pulses, the program creates a’

55.56 Hz signal to drive the synchronous chopper/analyzer motor, the filter
wheel steppér motor pulses, the camera triggering pulses, and the 1 second
pulses to update a 24 hour software clock.

The peripherals include a long persistance oscilloscope used as ah X-Y

: a , ' . '

CRT display, an@[geletypewriter. The CRT can be switch selected to show the
analog detector output, the digitized detector signal fed back from the computer,
or the analyzer synchronization signal. »Measurement results are punchad on

paper tape and printed by the teletypewriter, and also recorded on magnetic

>
tape through the NASA CV-990 data acquisition system asva back-up.

Operator input to. the system is through the teletypewriter keyboard to
set initial clock time and parameters'fog the automatic measuring sequence,

and through the computer sease switches for control of the motors and for

start of measuremsnt.

ON-LINE PROCESSING

The assgmbly language program for tﬁe NOVA c0mputef was created using a
cross-assembler running on a large scale CDC 6400 computer. This allowed us
to use cards rather than paper tape for‘the.séurqe program, which simplified
editing aad gave the powver of a higher level assembler than is available for
the NOVA with its 4096-word memory.

The program is approximately 950 st;teméﬁts long. It is loaded in the
core twice, together with simple operator conﬁrolled routines to rveload the

orogram from the copy in case of program trouble, and to print out the



differences between the two copies for debuggiﬁg purposes.

A simplified flow chart of the program is in Figure 6. All timing, input-
output and control functions, and the cunulation of measured data, are handled
by interrupt routines. Thé background program consists of the updating of the
output files..

During a measurement sequence, the filter is automatically changed after
a predetermined time of data cumulation. After a sequence of ij filters,
the results are printed and punched, time-shared with the next measurément
sequence.,

All calculations are done using integer arithmetic, and tables for
trigonometrié fuﬁctions. This was possible as the range of the input daté was
predictable because of the limits of the analog-to-digital converter, and
allowed us to use appreciébly less core memory and to make the measurements
faster than with floating point arithmetic. |

Each "dark" reading is stored to be subtracted from fhe folléwing "light"
reading, resulting in 40 difference readings corresponding to thé 80 samples |
each revolution of the analyzer. The signal corresponding to a partiaily
linearly polafized.input is an offset double siﬁe—cu:ve, which can be repre-

sented by:

S(8) = Ao + A, cos 23 + B, sin 29

2 2

whére ® is the angle of rotation of the analyzer, and Ao’ A2, Bé_are constants -
dependent on the intensigy and polarization of the incoming radiation., The
on-line program solves for A6> AZ’ and B2 by cumu}ating the difference read;
ings into three storage locations, one representing the»cumulatiQe sum of all
the differences, aﬁd the other two the 5um'of the differences multiplied by

the cosines or sines, respectively, of two times the angular position of the

analyzer. After a complete measurement at one filter, thes2 sums are divided



y the total number of samples, and the last two sums additionally by 2,

i.e. A, A, and B, are solved from:

0 2 2
n
Ao=i- £ D,
i=1
1 n
A, == £ D, cos 26,
2 2n i i
i=1
1 2 '
B, = =— X D. sin 20,
2 2n i i
i=1

A is proportional to the intensity, and Aé/A0 and BZ/A0 represent the
fractional polarization in component form. These are printed out, multiplied
by‘suitable consﬁants to avoid decimal numbers (Aoﬂby 2 to keép fﬁll séale
intensity readings somewhat below 10000 to always limit the output to four
aigiﬁs, each fraction by 1000 which then represenﬁs 1007 polarization along
one coﬁpoﬁent axis). 1In addition to these threebnuﬁbers for each of the six
filters;.the print~out contains local time_and a record of operator-selectable
parameters. A seventy-two second sample of on-lipe output is shown in Figure 7.

During off-line processing, data are punched on cards.from the paper
tape to allow easy editing. Further processing converfs all housekeepiﬁg data

to proper physical units, and includes calibration corrections.

CALIBRATIONS

Figure 8 shows the angular response patteig cof the completed instrument
“to unpdlarized light at 2.22 p; the-pattefn ié'similar at other wavelengths,
It'was.measured by observing a qqartz—halogen lamp point source at 072 spacing
in the far field. |

The polariéation introduced'by the iastrument was measured as‘above; the
"lamp polarization was removed by observing the lamp in two positioﬁs 50° apart.

Figure 9 shows the angular pattern of instrumental polarizatioa at 2,22 u,



Tategrated over the field of view the instrumental polarization is rather
small, and can be well calibrated. The integrated values were measured by

observing a ground silica plate illuminated from behind by the lamp, and ro-

tating the lamp through 90°,  The integrated polarizations are given in Table II.

Table II. Instrumental Polarization.

Au)  _P(Z " 8(deg.)

1.24 ©0.60 73
1.60 0.78 64
2.22 0.97 . 82
3.08 0.81 79
3.38 -- B -

For a pérfect iﬁstrument the angular response pattern would be exactlyv
uniform over a8 circular region, correspoﬁding to the circular focai plane
aperture, and zero outside this. The instrumental polarization would be
identically zeré everywhere, - The.méasured.imperfections may be’ traceable to
aberrations in the Fabry lens and nonuniform detector sénsitivity.‘ The Fabry
1265 is designéd to imagé the‘entrance pupil onto‘the'detector. As the objec-

“tive lens assembly rotates, the entrance pupil has negligible runout, bﬁt

there is a small angular wobble of the field of view (0;13 mm in the focal

{_.This can create an intensity modulation of the signal, although it teads
to disappear in the polarization solution, since the angular wobble has twice
the period of the polafization modulation. The single Fabry lens element will

show spherical and chromatic aberration; the entrance pupil will not be well-
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focussed on the detector. Therefére the distribution of light on.the detector
will depend somewhat on the target and on the illumination'geometry of the
Fabry lens. Also the polarization aberfatioﬁ of the objective lens gives im-
perfect focal-plane images. Finally, a significant source of. instrument
polarization may simply be incomplete depolarization of the high polarization
introduced by the analyzer, and consequent interacﬁion with the polarization-’
sensitive components {chopper mitror, Fabry lens, detector).

Some real-time calibrations are possible as part of the observing sequences,
by using three insertable slides located in front of the apalyzer/objective_
lens. The outermost slide is a dark shﬁtter; this permits measurement of any
background inﬁensity levels appearing as a difference between ''dark" and
"light", particularly thermal emission within the insﬁrument. The next slide
contains an array of 21 microminiature incandescent lamps, which gives an
intensity reference and.a check on iunstrumental polarizétion. The inner slide
is an infrared polariéer,‘identical to the analyzer, used fér checking ﬁhe

instrument response to large polarizatioas.

FLIGHT PERFORMANCE.

Successful observing runs were made over a wide variety of cloud types
during a series of ten airplane flights over the northwesﬁ U. S. coast, the
central U. S., the-baribbean, and the equatorial western Atlantic. |

Some instrument proplemé were experiehcea duriﬁg.the initial flights.dueb
tb unexpectedly high cooling of the instrghent by the air flow. The chopper
motor was being overloaded and running asynchronously, caused by thickening
of the,lub?icant on a set of helical geérs in the drive train. Also'an opeﬁa-
tional amplifier went iqto oscillation below 0°C. The addition of lbéalized

resistive heaters solved both problems.



Other system components worked very well; we were particularly pleased
with the simple and faultless operation of the open-loop Freon-13 cryostat,

and with the real time feedback made possible with the on-line processor.
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CAPTIONS
Figure 1., AEROPOL system, including infrared polarimeter, power supplies,
NOVA minicomputer controller/processor, teletype input/output, oscilloscope

displaying chopped waveform, and Freon-13 coolant.

Figure 2. Assembly drawing of polarimeter, including calibration slides, ro-
tating analyzer/depolarizer/objective lens assembly, chopper mirror,

filter wheel, dewar, Freoa-13 cryostat, and motors.

Figure 3, Effective passbands. Relative instrument response to a typical
cloud spectrum is plotted vs. wavelength. The five bandpasses are norma-

lized at peak response.

Figure 4. Instrument detail. The basic structure counsists of four mounting
plates hung on Invar rods, giving ready access to all components. This
entire assembly is isolated from the outer container by O-ring mounts,

with rubber bushings on the motor shafts.
Figure 5. Electronics block diagram.
Figure 6. On-line program flow chart.

Figure 7. 72-second sample of oﬁ~1ine output, observing cloudbow region on
thick cumulus layer, 29 January 1972, Carribean. . Numbers on the left give
intensity and two polarization gomponents'lOOOp cos 28, 1000 p sin 25,
every 2.5 seconds. Numbefs on the right give instrument teﬁpefature,
.filtef code, number of analyzer revolutions,‘instruﬁent look angle, and

time. Fach measure of polarization isg the least-squares sinusoidal fit for



Figure 3. Angular response pattern at 2,22 p. Instrument response to a point

souxce is plotted as a function 0f source azimuth and elevation in degrees.

Figure 9, Instrumzntal polarization pattern at -2.22 u. Percentage polariza-
tion P and position angle 8 are plotted for the angular region of high

sensitivity shown in Fig. 8. Azimuth and Elevation are marked in 072 steps.
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